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Despite the increased sophistication of peripheral endo-
vascular interventions, in-stent restenosis (ISR) remains a 
prevalent problem. A historical deficiency in data on the 
best treatment options further complicates the ability to 
use an algorithmic approach to this challenging presenta-
tion. As study results begin to reveal the much-needed 
data interventionists have eagerly anticipated to aid treat-
ment decisions, we inch closer in coming to a consensus 
on the best way to approach these lesions.

In March 2015, Gore & Associates gathered 17 thought 
leaders in the interventional cardiology community to 
discuss their protocols for optimal ISR treatment. We 

highlight the presentations and case reports from the 
meeting in the following articles. Additionally, through-
out the forum, the physician audience was polled with a 
number of questions on their practice preferences, a few 
of which are featured in this supplement in the “Ask the 
Experts” segments to illustrate the personal protocols of 
this esteemed group. We thank this group for their time 
and meaningful contributions to the information that 
appears here. 

We hope you will find this supplement to 
Endovascular Today a comprehensive look at the avail-
able data and analysis on ISR.

Gore products referenced within are used within their FDA approved/cleared indications. Gore does not have knowledge of the indications and FDA 
approval/clearance status of non-Gore products. Gore makes no representations as to the surgical techniques, medical conditions or other factors that 
may be described in this supplement. The reader is advised to contact the manufacturer for current and accurate information.
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Data-Driven Treatment Approach to 
In-Stent Restenosis

M
ore than 81 million Americans are affected by 
some form of cardiovascular disease.1,2 Peripheral 
artery disease (PAD) is a growing public health 
concern in the United States and affects 8 mil-

lion Americans.2,3 Left untreated, PAD can result in increas-
ingly morbid outcomes.4 Endovascular revascularization of 
occluded arteries is the ideal course of treatment. Placement 
of stents is the standard course of treatment for occluded 
coronary arteries; however, stent placement presents unique 
challenges when used in the peripheral arteries due to the 
dynamic stresses and motion of the arteries. Furthermore, 
in-stent restenosis (ISR) due to neointimal hyperplasia after 
stent implantation has plagued the field and has emerged as 
the Achilles’ heel of this era of vascular interventions. 

Although there have been promising developments in 
treating ISR, data supporting these novel therapies have 
lagged behind. This article details the results from three 
randomized trials comparing different therapies to stan-
dard percutaneous transluminal angioplasty (PTA) for 
ISR: the FAIR trial, which looked at drug-coated balloons 
(DCBs); the EXCITE ISR trial, which studied excimer laser 
atherectomy (ELA); and the RELINE trial, which analyzed 
the use of the GORE® VIABAHN® Endoprosthesis. 

PATHOPHYSIOLOGY
ISR can be defined either clinically or angiographi-

cally. Clinically, it is defined as hemodynamically signifi-
cant stenosis within a stent causing recurrent ischemia. 
Angiographically, it is defined as the presence of > 50% 
diameter stenosis within a stent.5 

The artery can be divided into three distinct layers: the 
intima consisting of endothelial cells, the media made up of 
smooth muscle cells, and the adventitia made up of collagen 
fibers and fibroblasts. Balloon angioplasty and stenting of 
an artery induces a localized inflammatory response, which 
precipitates neointimal proliferation and tissue growth.6,7 
Peripheral arteries undulate and are subjected to the tripla-
nar intermittent stresses of compression, flexion, and torsion. 
The placement of a stent inhibits the artery’s natural move-
ment. Furthermore, current nitinol stent systems are over-
sized for use in peripheral arteries and result in chronic out-
ward radial force that causes long-term inflammation. Thus, 
the placement of the stent results in mechanical trauma to 
the walls of the artery, which in turn triggers an inflamma-

tory response. The basement membrane of the media is 
fractured, resulting in a phenotypic switch of the smooth 
muscle cells from quiescent to proliferative. The mechani-
cal trauma results in inflammation in the adventitia, which 
acts as positive feedback for the phenotypic switch of the 
smooth muscle cells of the media and also results in further 
proliferation of fibrotic cells. The proliferation and fibrosis 
in these two layers ultimately manifests in the migration 
of this overgrowth into the media, resulting in neointimal 
hyperplasia.8,9 

Cellular proliferation can potentially result in significant 
ISR, thereby causing recurrence or deterioration of clini-
cal symptoms, necessitating target lesion revascularization 
(TLR). Several anatomic and clinical risk factors increase 
the overall occurrence of restenosis, including longer lesion 
lengths, smaller vessel diameters, and diabetes mellitus.10

INCIDENCE OF IN-STENT RESTENOSIS
Stent placement in peripheral arteries is associated with a 

high rate of ISR; it has been reported to occur in up to 40% 
of femoropopliteal lesions treated with bare-metal stents 
within 1 year of treatment.11-13 The most common course of 
treatment after ISR is PTA; however, nearly 65% of patients 
will return with ISR following this retreatment within 2 years. 
Recently, the VIASTAR trial showed a 1-year ISR rate of 45% 
and a 2-year rate of 58.8% in bare-metal stents and 36.9% at 
2 years with the GORE VIABAHN Device.14

CLASSIFICATION
A classification scheme for management of ISR lesions 

was recently proposed by Tosaka et al.15 The lesions are 
classified by visual estimate on angiography (Figure 1): 

Figure 1.  Visual estimate of lesion classification on angiogra-

phy. Reprinted from J Am Coll Cardiol, Vol 59, Tosaka A, Soga Y, 

Iida O, et al, Classification and clinical impact of restenosis after 

femoropopliteal stenting, pg 16-23, Copyright 2012, with per-

mission from Elsevier.15 

Class I
Focal ISR group

(≤ 50 mm in length)

Class II
Diffuse ISR group

(> 50 mm in length)

Class III
Totally occluded ISR group
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• Class I: the focal (≤ 50 mm in 
length) ISR group; includes 
lesions within the stent body, 
edge, or a combination.

• Class II: the diffuse (> 50 mm 
in length) ISR group; includes 
stent body and edge lesions.

• Class III: the totally occluded 
ISR group; includes chronic 
occlusion within the entire 
length of the stent.
A classification system, such 

as the Tosaka classification, 
allows for targeted optimal 
therapy based on the disease 
state. Similar to the TASC classifi-
cation system16 for de novo PAD, 
the Tosaka classification could 
dictate the best evidence-based 
treatment strategies for each tier 
of the classification system. 

DATA LANDSCAPE 
Treatment options for ISR 

include PTA, cutting or scoring 
balloons, atherectomy devices, 
covered stent systems, DCBs, 
drug-eluting stents, and/or direct 
drug delivery. In an initial study 
conducted by Dick et al compar-
ing the rates of binary ISR after 
using either conventional PTA 
or cutting-balloon angioplasty, it 
was found that both treatments 
were ineffective and were associ-
ated with a 6-month restenosis 
rate of 73%.17 Most reports of 
ISR treatment have been single-
center, observational studies 
with limited follow-up. However, 
there have been three recent 
multicenter, prospective, ran-
domized trials comparing thera-
peutic options for the treatment 
of ISR: the EXCITE ISR trial, the 
FAIR trial, and the RELINE trial. 

EXCITE ISR Trial
The EXCITE ISR trial was a mul-

ticenter, randomized study that 
aimed to compare the efficacy of 
ELA and PTA versus conventional 
PTA alone in treating femoro-
popliteal ISR. The study was the 

ASK THE EXPERTS

Expert panel indicated that the GORE VIABAHN Device is the 
therapy they are most likely to use in long, Tosaka Class II lesions 
and Tosaka Class III ISR occlusions.

  3% 6. PTA/POBA

  0% 7. Bare-Metal Stent

  6% 5. Drug-Eluting Stent

  33% 1. Drug-Coated Balloon

  12% 4. Stent-Graft

  20% 3. Excisional Laser Atherectomy 

  26% 2. Atherectomy (Other than Laser)

4-cm Tosaka Class I Lesion
In order of primacy, which three therapies are you most likely to use as your primary treatment for 
a 4-cm stenosed ISR lesion (Tosaka Class I) presenting for the first time as an ISR lesion? 

17-cm Tosaka Class II Lesion
In order of primacy, which three therapies are you most likely to use as your primary treatment for 
a diffusely stenosed 17-cm ISR lesion (Tosaka Class II) that required three interventions in the past 
18 months? 

  0% 7. PTA/POBA
  0% 7. Bare-Metal Stent

  7% 4. Drug-Eluting Stent

  7% 4. Drug-Coated Balloon

37% 1. Stent-Graft

29% 2. Excisional Laser Atherectomy

20% 3. Atherectomy (Other than Laser)

20-cm+ Tosaka Class III Lesion
In order of primacy, which three therapies are you most likely to use as your primary treatment  
for a chronically occluded stent with a stenosed length of 20+ cm (Tosaka Class III) that required 
multiple prior reinterventions?

  0% 7. PTA/POBA
  0% 7. Bare-Metal Stent

  3% 5. Drug-Eluting Stent

  7% 4. Drug-Coated Balloon

42% 1. Stent-Graft

33% 2. Excisional Laser Atherectomy

15% 3. Atherectomy (Other than Laser)

10-cm Tosaka Class II Lesion
In order of primacy, which three therapies are you most likely to use as your primary treatment for a 
diffusely stenosed 10-cm ISR lesion (Tosaka Class II) that required one intervention 14 months ago?

  0% 7. Bare-Metal Stent

  8% 5. Drug-Eluting Stent

20% 3. Drug-Coated Balloon

18% 4. Stent-Graft

29% 1. Excisional Laser Atherectomy 

25% 2. Atherectomy (Other than Laser)

  0% 7. PTA/POBA
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first randomized trial to demonstrate the benefits of utilizing 
atherectomy in combination with PTA in the lower extremi-
ties.18 There were 250 patients randomized 2:1 between 2011 
and 2014 at 40 sites. The primary efficacy endpoint of the 
study was determined by freedom from clinically driven TLR 
at 6 months. This included binary restenosis (unspecified 
peak systolic velocity ratio), return of clinical symptoms, and 
deteriorated ankle-brachial index or Rutherford classification. 

The study included real-world, long ISR lesions averaging 
19.6 cm in the ELA+PTA arm and 19.3 cm in the PTA-alone 
arm. The use of ELA resulted in a significantly higher proce-
dural success rate of 93.5% compared with 82.7% for PTA 
alone (P = 0.03). The use of ELA was also associated with a sig-
nificantly higher rate of freedom from major adverse events 
compared with PTA alone (94.2% vs 79.2%, respectively; 
intent-to-treat, P < 0.001). Lastly, the ELA+PTA arm dem-
onstrated both a significantly higher patency rate (approxi-
mately 40% for ELA+PTA vs 20% for PTA) at 12 months and 
a higher rate of freedom from TLR after 12 months (approxi-
mately 47% for ELA+PTA vs 28% for PTA). 

FAIR Trial 
The FAIR trial was a randomized, controlled trial aimed at 

assessing the efficacy of DCB angioplasty to standard PTA in 
treating ISR of the superficial femoral artery. There were 119 
patients randomized 1:1 at five sites. The primary endpoint 
of the trial was the 6-month binary restenosis rate (> 50%) as 
evidenced by duplex ultrasound with a peak systolic velocity 
ratio > 2.4. The secondary endpoints included technical suc-
cess of access and treatment resulting in < 50% residual steno-
sis. Additionally, the study aimed to measure 12-month recur-
rent ISR of > 50% and freedom from TLR at 6 months and 
12 months. Overall, the FAIR trial looked at shorter lesions, 
averaging approximately 8.2 cm in length in both study 
arms. At 12 months, there was a significant improvement in 
primary patency in the DCB group (DCB, 70.5% vs standard 
PTA, 38.5%; P = 0.004). Freedom from clinically driven TLR 
also increased in the DCB group (DCB, 90.8% vs standard PTA, 
52.6%; P < 0.0001).19,20 

THE GORE VIABAHN DEVICE FOR  
IN-STENT RESTENOSIS 

The GORE VIABAHN Device has been applied in the treat-
ment of ISR lesions for many years, and in theory, this ePTFE-
lined endoprosthesis may be a more attractive alternative 
by virtue of the fact that recurrence risk is independent of 
lesion length.14 The SALVAGE trial, a prospective, single-arm 
trial of ELA followed by implantation of a GORE VIABAHN 
Device in ISR lesions, supported the safety of this approach 
with a decreased need for repeat revascularization (17.4% at 
12 months).21 Kazemi et al reported a 65% 12-month primary 
patency rate for 17 patients with ISR and an average lesion 
length of 15 cm.22 Ansel et al noted a 65% 12-month primary 
patency rate for 27 patients with an average lesion length of 

26 cm.23 Monahan et al reported a 62% 12-month primary 
patency rate in 24 patients,24 and Gorgani et al reported a 
63% primary patency rate at 24 months for 22 patients with 
an average lesion length of 21.4 cm.25 Al-Shammeri et al noted 
83% 12-month and 81% 36-month primary patency rates for 
27 patients with an average lesion length of 24.4 cm.26 Of note, 
35.7% of patients in this series were treated with adjunctive 
ELA before stent graft implantation, 25% of patients received 
concomitant inflow interventions, and 39% were treated with 
outflow interventions.

Prompted in part by these very encouraging findings of 
the application of the GORE VIABAHN Device in ISR lesions, 
a prospective, multicenter, randomized trial of PTA versus 
the GORE VIABAHN Device for the treatment of femoro-
popliteal ISR lesions (RELINE trial) was conducted.

RELINE Trial Design
The RELINE clinical study was a prospective, randomized 

trial conducted at seven centers in Europe comparing the 
GORE VIABAHN Device versus PTA for the treatment of ISR 
of the superficial femoral artery.27 This study was designed as a 
real-world trial that sought to enroll a wide range of patients 
(Rutherford category 2–5) with ISR of the superficial femoral 
artery with a wide range of lesion lengths (4–27 cm) and with 
a minimum of one vessel runoff that did not require interven-
tion. Key exclusion criteria were untreated, flow-limiting inflow 
stenoses; aneurysms of the superficial femoral artery; no intact 
runoff vessel; and a documented history of type 2 heparin-
induced thrombocytopenia.27

RELINE Trial Enrollment
This trial prospectively randomized 100 patients to PTA 

treatment or GORE VIABAHN Device implantation 1:1. Fifty-
three patients were randomized to PTA, and 47 patients were 
randomized to the GORE VIABAHN Device. Nine patients 
in the PTA arm and eight patients in the GORE VIABAHN 
Device arm were excluded due to inclusion/exclusion and/
or procedural violations. This left 44 patients in the PTA arm 

n Use more frequently: 60%
n Use less frequently: 0%
n Continued to use at the 
same frequency: 40%

How will the data from the RELINE trial impact your 
use of the GORE VIABAHN Device for ISR?

ASK THE EXPERTS
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and 39 patients in the GORE VIABAHN Device arm avail-
able for per-protocol analysis. The vast majority of patients 
enrolled were Rutherford category 2 or 3 (only 21% in the 
PTA arm and 13% in the GORE VIABAHN Device arm were 
Rutherford category 4 or 5). Approximately one-third of the 
patients in both treatment groups were diabetic, and approx-
imately 40% were current smokers in both groups.

RELINE Trial Results
The mean lesion length was 19 cm (range, 3–27 cm) in 

the PTA arm and 17.3 cm (range, 3–33 cm) in the GORE 
VIABAHN Device arm. There were nine bailout stent proce-
dures after failed PTA in the PTA arm and none in the GORE 
VIABAHN Device arm. The as-treated (“optimal PTA”) analysis 
excluded the nine patients who underwent bailout stenting.

At 12 months, the primary patency rate was 28% in the 
PTA arm and 75% in the GORE VIABAHN Device arm 
(Figure 2 and Table 1). 

The 12-month primary patency according to intent-to-
treat, per-protocol, and optimal PTA analyses all demon-
strated a highly statistically significant difference between the 
two arms of the study (Table 1). The percentage of patients 
requiring TLR up to 12 months was three times lower for the 
GORE VIABAHN Device arm (Figure 3 and Table 2).

Device-related adverse events were infrequent in both treat-
ment arms at 5.8% in the PTA arm and 2.2% in the GORE 
VIABAHN Device arm (P = 0.62). Zero GORE VIABAHN Device 
fractures were identified by the core angiographic laboratory. 
At 12 months, clinical success was maintained (at least one 
Rutherford category improvement in claudication symptoms) 
in 85% of patients in the PTA arm and 94% of patients in the 
GORE VIABAHN Device arm (P = 0.139).

RELINE Trial Conclusions
This prospective, randomized trial demonstrated superior-

ity of the GORE VIABAHN Device as compared with PTA in 

Figure 3.  At 12 months, TLR rates were almost three times 

higher for patients who received PTA versus those who were 

treated with the GORE VIABAHN Device (Kaplan-Meier estimates 

of freedom from TLR in the per-protocol analysis).
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TABLE 2.  FREEDOM FROM TLR AT 12-MONTH 
FOLLOW-UP

GORE VIABAHN Device PTA P Value

Intent-to-treat 81% 41% < 0.001

Per-protocol 80% 42% < 0.001

Optimal PTA 
(as treated)

80% 54% < 0.001

Figure 2.  Twelve-month primary patency rates for the GORE 

VIABAHN Device compared to PTA in the per-protocol analysis. 
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TABLE 1.  12-MONTH PRIMARY PATENCY

GORE VIABAHN Device PTA P Value

Intent-to-treat 72.5% 24.2% < 0.001

Per-protocol 75% 28% < 0.001

Optimal PTA 
(as treated)

75% 37% < 0.001
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the treatment of restenotic nitinol stents in the superficial 
femoral artery, with superior primary patency at 12 months, 
and an approximately threefold reduction in the number 
of patients requiring a TLR rate at 12 months. This trial also 
demonstrated a low incidence of serious device-related 
adverse events in both arms of the study and an absence of 
fracture of the GORE VIABAHN Device in this application.

RANDOMIZED TRIALS IN PERSPECTIVE
The RELINE clinical study demonstrated superiority of 

the GORE VIABAHN Device as compared with PTA in the 
treatment of femoropopliteal ISR lesions. The only other 
prospective, multicenter, randomized trials evaluating 
other treatments compared with PTA were the EXCITE-
ISR trial of ELA and the FAIR trial of paclitaxel DCBs.18,20 

Although comparisons of these trials are 
complicated by the fact that the patient 
populations and average lesion lengths 
varied, it appears the application of the 
GORE VIABAHN Device is associated 
with a very favorable 12-month primary 
patency rate and freedom from need of 
repeat intervention (Table 3).

Tosaka et al established that lesion length 
and/or the presence of a stent occlusion 
are predictors of patency and the need for 
subsequent reintervention in ISR lesions 
undergoing PTA.14

ELA enhances the outcomes after 
treatment of ISR lesions with DCBs.28 
Whether ELA (or other forms of ather-
ectomy) also enhances the perfor-
mance of the GORE VIABAHN Device 
in ISR lesions is not established, as the 
SALVAGE trial was a single-arm trial.

RANDOMIZED TRIAL SUMMARY
ISR continues to be a prevalent 

problem in the field of peripheral 
endovascular interventions. As the 
impact of PAD on health care resources 
increases in the United States, the 
need for devices that can answer the 
problem of restenosis is critical. The 

Figure 4.  Twelve-month primary patency for ISR by lesion length.18,20,27 The EXCITE-ISR trial and RELINE trial evaluated longer lesion 

lengths (over 17 cm) compared with the short mean lesion length of 8.2 cm in the FAIR trial.

TABLE 3.  RECENT RANDOMIZED, PROSPECTIVE,  
MULTICENTER ISR TRIALS

FAIR Trial EXCITE ISR Trial RELINE Trial

IN.PACT
Drug-
Coated 
Balloon 
(Medtronic)

PTA ELA + PTA 
(Spectranetics 
Corporation)

PTA GORE 
VIABAHN 
Device

PTA

Mean lesion 
length (cm)

8.2 8.2 19.6 19.3 17.3 19

% CTOs 24% 33% 31% 37% 23% 25%

Moderate to 
severe calcifi-
cation

10%* 9%* 27% 9% 33% 25%

Primary 
patency at 12 
months

70.5% 37.5% 40%** 20%** 75% 28%

Freedom 
from TLR at 
12 months

91% 53% 47%** 28%** 80% 42%

*RELINE trial and EXCITE ISR trial report “moderate to severe calcification,” while 
the FAIR trial reports only “heavy calcium.”
**1-year estimates based on Kaplan-Meier curves.17

Twelve-Month Primary Patency for In-Stent Restenosis by Lesion Length

Lesion Length (cm)

Primary
Patency

(%)

0 25

8.2 cm

75%
70.5%

40%

Drug-Coated
Balloons

(FAIR Trial)

17.3 
cm

19.6 cm

GORE VIABAHN
Endoprosthesis

(RELINE Trial)

Excimer Laser
Atherectomy
(EXCITE ISR Trial)

© 2015 W. L. Gore & Associates, Inc.
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data landscape of randomized, controlled trials is scant. 
The FAIR trial, EXCITE ISR trial, and RELINE trial have 
demonstrated the benefit of new and innovative strategies 
to tackle this clinical challenge. 

Both the EXCITE-ISR trial and the RELINE trial studied 
similar “real-world” long lesion lengths of over 17 cm as 
compared with the short mean lesion length of 8.2 cm in 
the FAIR trial (Figure 4). Despite being studied in lesions 
over twice as long as in the FAIR trial, the primary patency 
at 12 months was numerically greater for the GORE 
VIABAHN Device in the RELINE trial. In contrast to the 
relatively poor performance of ELA in long ISR lesions, the 
GORE VIABAHN Device demonstrated exceptional paten-
cy in these lesions. 

In summary, the limited number of multicenter, pro-
spective, randomized ISR trials highlight the remarkable 
performance of the GORE VIABAHN Device in a patient 
population where other therapies either are not studied or 
underperform. n
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In summary, the limited num-
ber of multicenter, prospective, 

randomized ISR trials highlight the 
remarkable performance of the GORE 
VIABAHN Device in a patient popula-
tion where other therapies either are 
not studied or underperform.
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BY ROBERT L. MINOR, JR, MD, AND JEFFREY R. COOK, MD

The GORE® VIABAHN® Endoprosthesis  
for In-Stent Restenosis in the 
Superficial Femoral Artery 

A 
59-year-old African American woman was ini-
tially evaluated for limiting right calf claudication. 
Lower extremity Doppler exam revealed a resting 
ABI of 0.75 in the right leg. Her past medical his-

tory was notable for diabetes, hypertension, hyperlipid-
emia, and prior cigarette smoking. Medications included 
metformin, lisinopril, lovastatin, and aspirin. Initial periph-
eral angiography demonstrated a chronic total occlusion 
(CTO) spanning 10 cm of the middle segment of the right 
superficial femoral artery (SFA) (Figure 1A). Interventions 
at that time involved implantation of three bare-nitinol 
SFA stents measuring 5.5 X 100 mm, 5.5 X 60 mm, and 
6 X 60 mm in the distal, mid, and proximal SFA, respec-
tively (Figure 1B). The patient was initiated on clopido-
grel. However, 6 months after her index procedure, she 
developed severe recurrent symptoms. Repeat right lower 
extremity Doppler exam revealed a resting ABI of 0.54, 

and an exercise ABI of 0.28. Repeat angiography demon-
strated severe and diffuse in-stent restenosis throughout 
the entire stented segment of the right SFA (Figure 2A). 
Regarding the run-off vessels, there was a distal occlusion 
of the posterior tibial artery, but patent anterior tibial 
and peroneal arteries (Figure 2B).

PROCEDURAL DESCRIPTION
The patient underwent repeat endovascular interven-

tion using the left common femoral approach. A 7-F sheath 
(Cook Medical) was 
advanced in a contralateral 
fashion to the right com-
mon femoral artery. A steer-
able 0.035-inch Versacore 
guidewire (Abbott Vascular) 
was used to traverse the 
right SFA. A Quick-Cross 
catheter (Spectranetics 
Corporation) was advanced 
over this wire into the right 
popliteal artery, and the 
wire was exchanged for a 
5-mm-diameter SpiderFX 
distal embolic protection 
filter (Medtronic). The entire 
segment of the right SFA 
with in-stent restenosis was 
then treated using rotational 

Figure 2.  Diffuse in-stent restenosis of the SFA 6 months after 

implantation (A). Two-vessel tibial runoff (B).

Figure 1.  CTO in the right SFA (A). Initial procedural completion 

angiogram after treatment with bare-nitinol stents (B).

A

A

B

B
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atherectomy (Figures 3A 
and 3B). Balloon angioplasty 
was then performed using 
a Fox sv 5- X 100-mm angioplasty balloon (Abbott Vascular). 
Subsequently, a 5- X 250-mm GORE VIABAHN Device with 
Heparin Bioactive Surface was implanted in the distal and 
midsegment of the region of in-stent restenosis in the right 
SFA, followed by a second 6- X 50-mm GORE VIABAHN 
Device in the proximal segment. Postdilatation was performed 
with the FOX sv 5- X 100-mm balloon in the distal and mid-
segments, followed with a FOX sv 6- X 100-mm balloon in the 
proximal segment, maintaining balloon inflations within the 
edges of the GORE VIABAHN Devices. Nevertheless, a distal 
edge dissection was discovered, and a third 5- X 50-mm GORE 
VIABAHN Device was placed. The embolic protection filter 
was retrieved and inspected, revealing successful capture of tis-
sue consistent with intimal hyperplasia. 

RESULTS
Completion angio graphy 

revealed a widely patent right 
SFA with brisk flow and no 
residual stenosis (Figure 4). 
There was also excellent dis-
tal flow into the pedal arch 
vasculature, with no evidence 
of distal tissue embolization. 
The patient was continued 
on clopidogrel and low-dose 
aspirin. She has remained 
asymptomatic, and follow-
up Doppler exam performed 
9 months after placement of 
the GORE VIABAHN Devices 
for in-stent restenosis con-
firmed improvement in the 
right leg resting ABI from 0.54 
to 1.0. 

DISCUSSION
The use of the GORE 

VIABAHN Device with 
Heparin Bioactive Surface pro-
vides an excellent treatment 
option for in-stent restenosis 
in the SFA, particularly when 
it involves a long stented seg-
ment. In this case, rotational atherectomy with embolic 
filter protection was used to initially debulk the reste-
notic tissue. With the subsequent use of both balloon 
pre- and postdilatation, placement of GORE VIABAHN 
Devices resulted in an angiographic result suggesting opti-
mal expansion throughout the SFA containing the previ-
ously implanted stents (Figures 5A and 5B). n

Robert L. Minor, Jr, MD, is an interventional cardiologist 
with the OSF Saint Anthony Medical Center in Rockford, 
Illinois. He has disclosed that he is a consultant for Gore & 
Associates and Medtronic.

Jeffrey R. Cook, MD, is an interventional cardiologist with 
the OSF Saint Anthony Medical Center in Rockford, Illinois. 
He has stated that he has no financial interests related to this 
article. 

Figure 5.  Magnified image of severe in-stent restenosis of the 

stent in the distal SFA (A). Magnified image after treatment with 

the GORE VIABAHN Device (B).

Figure 3.  Rotational ather-

ectomy device with distal 

embolic protection filter (A). 

Angiogram after rotational 

atherectomy (B).

A

A B

B

Figure 4.  Completion 

angiogram after placement 

of the GORE VIABAHN 

Device for in-stent resteno-

sis in the SFA.

The use of the GORE VIABAHN 
Device with Heparin Bioactive 

Surface provides an excellent treat-
ment option for in-stent restenosis in 
the SFA, particularly when it involves 
a long stented segment.

“
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A 
62-year-old man was transferred to our hospital 
from one of our sister institutions with unstable 
angina and a positive troponin test. He was a for-
mer smoker with a history of hypertension, hyper-

lipidemia, and coronary artery disease, and had undergone 
percutaneous coronary intervention with a drug-eluting 
stent for an 80% stenosis of the mid-left circumflex artery.

He was referred for cardiac rehabilitation 1 month after 
the intervention, but was unable to adequately exercise 
due to disabling claudication. Upon assessment in the 
cath lab, he was found to have a high-grade superficial 
femoral artery (SFA) lesion (Figure 1).

The patient was still working and active, so he refused sur-
gery and was referred for peripheral vascular intervention in 
September 2004. He underwent standard balloon angioplas-
ty and was treated with overlapping self-expanding nitinol 
stents with a good acute angiographic result (Figure 2).

PROCEDURAL DESCRIPTION
Unfortunately, the patient required four reinterven-

tions over the following 2 years due to recurrent in-stent 
restenosis. First, in May 2005 he underwent cutting bal-
loon angioplasty and cryoplasty. Seven months later, 
in December 2005, he returned and underwent repeat 
cutting-balloon angioplasty and cryoplasty. Another 
7 months later, in June 2006, we performed laser atherec-
tomy and cryoplasty, but the restenosis returned.

Finally, in November 2006 (Figure 3), he was treated with a 
cutting balloon and three 6-mm-diameter GORE VIABAHN 
Devices (Figure 4). Completion angiography showed a pat-
ent SFA with < 10% residual stenosis (Figure 5). He was 
treated with 81 mg aspirin and 75 mg clopid ogrel daily.

RESULTS
The patient has remained asymptomatic with normal 

resting bilateral ankle-brachial indexes of 1.0, triphasic 

waveforms on duplex ultrasound, and no claudication 
since the index procedure. I saw this patient again in May 
2015 and the GORE VIABAHN Devices are still patent, 
even more than 8 years after they were implanted.

DISCUSSION
The last several years have seen a burgeoning number 

of randomized trials proving the superiority of endolumi-

BY PETER A. SOUKAS, MD, FACC, FSVM, FSCAI, FACP, RPVI

The GORE® VIABAHN® Endoprosthesis 
for Recurrent In-Stent Restenosis

Figure 1.  Baseline angiograms showing a high-grade lesion. The 

SFA origin (arrow) is shown in the left panel.

Figure 2.  Final angiograms after the patient underwent PTA 

and received bare-metal stents.

SEPTEMBER 2004: 
Referred for peripheral vascular inter-
vention. Underwent standard balloon 

angioplasty and received nitinol stents.

MAY 2005: 
Underwent cutting balloon  
angioplasty and cryoplasty.

DECEMBER 2005: 
Underwent repeat cutting balloon 

angioplasty and cryoplasty.

JUNE 2006: 
Underwent laser  

atherectomy and croplasty.

NOVEMBER 2006: 
Underwent cutting balloon  

angioplasty and received  
three GORE VIABAHN Devices. 

MAY 2015: 
Patient remains asymptomatic  

with no claudication. 
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nal stenting over balloon angioplasty. Although stenting 
overcomes the immediate limitations of arterial dissec-
tion and elastic recoil, it comes at the price of potential 
in-stent restenosis. We have witnessed superior outcomes 
with the GORE VIABAHN Device for treatment of in-
stent restenosis, as illustrated by the greater than 8-year 
patency observed in this case. n

Peter A. Soukas, MD, FACC, FSVM, FSCAI, FACP, RPVI, 
is Director of Vascular Medicine and the Interventional PV 
Laboratory, Director of the Brown Vascular & Endovascular 
Medicine Fellowship at The Miriam and Rhode Island 
Hospitals, and Assistant Professor of Medicine at the 
Warren Alpert School of Medicine of Brown University in 
Providence, Rhode Island. He has disclosed that he is an 
unpaid consultant to Gore & Associates, Cordis Corporation, 
Bard Peripheral Vascular, Spectranetics Corporation, and 
Medtronic; and receives trial research grant support from 
Gore & Associates, Cordis Corporation, Bard Peripheral 
Vascular, Spectranetics Corporation, Mercator, Abbott 
Vascular, Medtronic, and Biotronik. Dr. Soukas may be 
reached at psoukas@lifespan.org.

Figure 3.  Baseline angiograms in November 2006 before treatment with covered stents.

Figure 5.  Completion angiograms showing a patent SFA. 
Figure 4.  The patient underwent PTA with cutting balloons and 

stent-grafting with GORE VIABAHN Devices.

We have witnessed superior out-
comes with the GORE VIABAHN 

Device for treatment of in-stent reste-
nosis, as illustrated by the greater than 
8-year patency observed in this case.
“
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BY ROBERT M. BERSIN, MD, FACC, FSCAI

Treating ISR With the GORE® 
VIABAHN® Endoprosthesis After 
Bilateral SFA CTO Interventions 

A 
64-year-old man presented with Rutherford cat-
egory 3 bilateral lower extremity claudication 
symptoms. The patient’s past 
medical history included hyper-

tension, diabetes mellitus, hypercholester-
olemia, and mild carotid artery disease.

Lower extremity angiography in August 
2012 showed bilateral mild to moderate 
disease in the common iliac arteries, bilat-
eral occlusions of the internal iliac arter-
ies, and bilateral chronic total occlusions 
(CTOs) of the superficial femoral artery 
(SFA) at the ostium, reconstituting above 
the knee distally via profunda collaterals.

In October 2012, the patient under-
went a right SFA CTO recanalization using 
the Crosser catheter (Bard Peripheral 
Vascular) and the Pioneer Plus reentry 
catheter (Volcano Corporation) with 
placement of three GORE VIABAHN 
Devices (two 6-mm stent-grafts and one 
7-mm) and a 7- X 60-mm self-expanding 
stent in the right external iliac artery.

A month later, the left SFA and above-
knee popliteal CTO were recanalized 
using the Pioneer Plus reentry catheter, 
directional atherectomy, and placement 
of three 6-mm self-expanding stents. 

The patient returned in June 2014 with 
recurrent lower left extremity symptoms. 
His ankle-brachial index was 0.91 on the 
right side and 0.48 on the left. Vascular 
ultrasound showed reocclusion of the left 
SFA. Angiography confirmed reocclusion 

of the left SFA stents, but the GORE VIABAHN Devices in 
the right SFA remained widely patent (Figure 1). The runoff 
remained normal in both lower extremities (Figure 2).

PROCEDURAL DESCRIPTION
The patient then underwent a repeat endovascular inter-

vention to the left SFA, initially a 2.3-mm laser atherectomy 
(Figure 3A), followed by AngioJet™ Solent thrombectomy 
(Boston Scientific Corporation) (Figure 3B), followed by 
EkoSonic® lysis (Ekos Corporation, a BTG International 

Figure 1.  Angiograms of the left SFA showed in-stent occlusion. 

Based on the RELINE trial data and 
my clinical experience, the GORE 

VIABAHN Device is an excellent choice 
for treating long-segment de novo as 
well as in-stent restenotic occlusions.
“
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group company) (Figure 3C). The next day, repeat angiog-
raphy after the overnight thrombolysis showed a persis-
tent occlusion (Figure 4). This was treated with additional 
thrombectomy with the AngioJet Solent, laser ather-
ectomy, followed by implantation of two 6-mm GORE 
VIABAHN Devices (Figure 5). Completion angiography 
revealed an excellent result with 0% to 10% residual steno-
sis throughout and no distal emboli. Based on the RELINE 
trial data and my clinical experience, the GORE VIABAHN 
Device is an excellent choice for treating long-segment de 
novo as well as in-stent restenotic occlusions. n 

Robert M. Bersin, MD, FACC, FSCAI, is Medical Director 
of Endovascular Services and Medical Director of Structural 
Heart Services at Swedish Medical Center in Seattle, 
Washington. He has disclosed that he is a consultant to 
Medtronic, Spectranetics Corporation, and Gore & Associates. 
Dr. Bersin may be reached at robert.bersin@swedish.org. 

Figure 3.  The left SFA was persistently occluded following laser 

atherectomy (A) and thrombectomy with the AngioJet Solent 

system (B), so EkoSonic thrombolysis with tenecteplase was 

initiated.

Figure 5.  Final result after implantation of two 6-mm GORE 

VIABAHN Devices were placed. 

Figure 4.  Angiogram following overnight EkoSonic throm-

bolysis with tenecteplase showed a persistent occlusion (A). 

Additional thrombectomy with the AngioJet Solent restored 

antegrade flow (B). Additional atherectomy debulking of the  

ISR tissue was then performed using laser atherectomy (C) 

before stent placement.

A

A

B

B

C

C

Figure 2.  Runoff was normal in both lower extremities.

2.3 mm Laser Post laser and Angiojet EKOS Lysis

Post EKOS Post Angiojet
Post 

laser atherectomy
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Through the incorporation of technological advances, the contemporary GORE VIABAHN Device 

has evolved to offer robust treatment options to a diverse and growing population of patients  

with peripheral artery disease.

BY M. CASEY BECKER, MD, FACC, FSCAI, FSVM

Innovation Fueling Evolution: 
Two Decades of the GORE® VIABAHN® 
Endoprosthesis 

B
eginning with the European introduction of the 
original GORE® HEMOBAHN® Endoprosthesis in 
1996 (Figure 1), the potential of “endovascular 
bypass” became apparent. Quickly following its 

United States introduction in 2002, the expanded polytet-
rafluoroethylene (ePTFE)-lined endoprosthesis was rec-
ognized as a potential treatment option for patients with 
complex superficial femoral artery disease. 

BUILDING UPON SUCCESSES OF THE PAST
After incorporating the now-familiar tip-to-hub deploy-

ment mechanism in the 6- to 8-mm-diameter devices in 
2003, the US Food and Drug Administration (FDA) granted 
approval for superficial femoral artery implantation in 2005. 
The proprietary endoluminal CBAS® Heparin Surface—a bio-
active, thromboresistant coating—was incorporated in 2007 
with the intent to improve thromboresistance (Figure 2). In 
2008, the FDA expanded the device’s indication to include 
iliac arteries, compatible with all device sizes.

A manufacturing change in 2009 allowed for laser con-

touring of the proximal edge, which impacted flow char-
acteristics. That same year, Gore introduced 9- to 13-mm 
devices compatible with 0.035-inch guidewires. Given 
the advantages of a reduced crossing profile, 5- to 8-mm 
heparin-coated devices were offered in a configuration that 
reduced profile by one French size (0.014- or 0.018-inch 
guidewire compatible) in 2011, substantially increasing deliv-
erability of the endoprosthesis while minimizing the intro-
ducer/sheath size. 

The device’s proven clinical history in long SFA lesions 
prompted the development of the longest-length stent or 
stent-graft at 25 cm (Figure 3), and the FDA approved this 
device in late 2013. The 25-cm product offering aligns well 
with the results from the recent VIASTAR trial, where a sub-
stantial and statistically significant improvement in primary 
patency was observed compared to bare-metal stents in 
lesions ≥ 20 cm (73% vs 33% at 12 months; P = 0.004, per-
protocol analysis).1 The 25-cm GORE VIABAHN Device also 
offers operators cost-savings over using multiple devices, 
and may reduce procedural and radiation exposure time 

Figure 1.  Evolution of the GORE VIABAHN Device over the past 20 years.
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with the benefits of single device deployment as opposed 
to overlapping shorter devices. That same year saw the FDA 
approval of the GORE VIABAHN Device for revision of arte-
riovenous access grafts in dialysis-dependent patients. 

With a growing number of previously treated patients 
returning with in-stent restenosis, welcome data from the 
RELINE trial2 supported FDA approval of the 5- to 7-mm 
GORE VIABAHN Devices for treatment of in-stent reste-
nosis in September 2014. Most recently, all 5- to 8-mm 
devices have been fitted with radiopaque markers (Figure 4) 
that allow improved visualization of the device. This 
recent modification enhances the already high precision 
of deployment and facilitates visualization of the deployed 
device, particularly when treating in-stent restenosis.

MEETING FUTURE CHALLENGES WITH 
TECHNOLOGY OF THE PRESENT 

The population of patients with peripheral artery 
disease continues to grow and become more complex. 
Simultaneously, the preference for endovascular thera-
pies justifiably rises as well. The maturation rapidity of 

armamentarium must keep pace with that of our skill-
set. Success in this regard can only be achieved through 
vibrant, synergistic collaboration between physicians and 
industry leaders so innovation may fuel device evolution to 
meet the growing needs of our patients. n

M. Casey Becker, MD, FACC, FSCAI, FSVM, is with the 
Peripheral, Structural, and Coronary Interventional Therapies 
Division, Saint Vincent Heart and Vascular Institute; and 
is President and Founder of Panvascular Consulting LLC in 
Erie, Pennsylvania. He has disclosed that he has financial 
interests with Bard Peripheral Vascular, Edwards Lifesciences, 
CSI, Covidien, Medtronic, Spectranetics Corporation, Gore & 
Associates, ASZ, Janssen, and DSI. Dr. Becker may be reached 
at (814) 453-7767, ext. 2241; raydancase@yahoo.com;  
panvascularconsulting.com.

1.  Lammer J, Zeller T, Hausegger KA, et al. Heparin-bonded covered stents versus bare-metal stents for complex 
femoropopliteal artery lesions: the randomized VIASTAR trial (Viabahn endoprosthesis with PROPATEN bioactive surface 
[VIA] versus bare nitinol stent in the treatment of long lesions in superficial femoral artery occlusive disease).J Am Coll 
Cardiol. 2013;62:1320-1327. 
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Figure 4.  Gold radiopaque markers 

recently added to the ends of 5- to 

8-mm devices.

Figure 2.  Schematic depicting the mechanism of endpoint covalent bonding (CBAS 

Heparin Surface) intended to provide thromboresistance via sustained endoluminal 

heparin bioactivity. Note that the heparin-active site catalytically facilitates antithrom-

bin-thrombin complex formation and then becomes available to repeat the reaction.

Figure 3.  The 25-cm GORE VIABAHN Device was approved in 2013.
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Best practices and treatment considerations for using stent-grafts.

BY BARRY S. WEINSTOCK, MD, FACC

Optimal Technique for Use of the 
GORE® VIABAHN® Endoprosthesis

T
he GORE VIABAHN Device has been used for per-
cutaneous management of long, complex femoro-
popliteal occlusive disease with favorable results, as 
demonstrated in numerous clinical trials. Factors 

favoring this approach include a length-independent reste-
nosis rate, outstanding flexibility, and a reported fracture 
rate of < 0.015%.* The GORE VIABAHN Device demon-
strated significantly higher primary patency over bare-
metal stents in the randomized VIASTAR trial (78% vs 54% 
at 12 months; P = 0.009, per-protocol analysis)1 and has 
even shown long-term equivalence to expanded polytetra-
fluoroethylene (ePTFE) bypass graft surgery.2 Recent trials 
such as the Gore VIPER clinical study have demonstrated 
exceptional outcomes using the GORE VIABAHN Device 
with CBAS® Heparin Surface and have shed light on factors 
that optimize outcomes. 

Translating the results seen in clinical trials to clinical 
practice may be more challenging for stent-grafts than for 
bare-metal stents. Technical considerations are of greater 
importance and significantly impact procedural out-
comes. The predominant failure mechanism for the GORE 
VIABAHN Device is edge restenosis, which, if left untreated, 
can lead to stent-graft thrombosis resulting in total occlu-
sion. Conversely, bare-metal stents more commonly devel-
op diffuse restenosis due to neointimal hyperplasia, which 
ultimately may result in stent occlusion as well (Figure 1). 

TECHNICAL CONSIDERATIONS
Despite the device improvements noted in this supple-

ment’s article by Dr. Becker, “Innovation Fueling Evolution: 
Two Decades of the GORE® VIABAHN® Endoprosthesis” 
(see page 15), the most critical elements of successful 
GORE VIABAHN Device usage remain related to technique. 
Perhaps the most important lesson from clinical trials 
relates to proper sizing of the GORE VIABAHN Device. 
Although it is common in clinical practice to oversize bare-
metal self-expanding stents by 1 to 2 mm, it is clear that 
oversizing GORE VIABAHN Devices by more than 20% of 
the vessel diameter leads to significantly lower patency rates 
(Figure 2).3 The operator should also pay attention to the 
distal vessel, where the vessel diameter is often smaller than 
in the proximal vessel. For long segments of disease requir-
ing overlapping stents, the GORE VIABAHN Devices may be 
“telescoped,” perhaps utilizing a 5-mm-diameter stent-graft 

followed by deployment of a 6-mm device more proximally 
in overlapping fashion. The resulting “tapered” stent-graft 
will match both the proximal and distal vessel diameters 
appropriately without oversizing distally or undersizing 
proximally. When utilizing the GORE VIABAHN Device for 
treatment of in-stent restenosis, the stent-graft should be 
sized based on the diameter of the normal vessel proximal 
and distal to the bare-metal stent, not based on the size of 
the implanted stent.

It is also essential to treat all of the disease with the 
GORE VIABAHN Device, from “normal to normal.” As a 
corollary to this axiom, if the device is to be deployed in 
the proximal superficial femoral artery (SFA), it is preferable 

Figure 1.  Patterns of SFA restenosis. The GORE VIABAHN Device 

showing focal proximal edge stenosis (A) and bare-metal stents 

showing diffuse long-segment restenosis (B). 

A B

Courtesy of Peter Soukas, M
D.
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to cover all the way back to the true ostium of the SFA, 
which can be clearly identified using an ipsilateral angu-
lated view of 30° to 45°. Importantly, it is sometimes nec-
essary to cover a collateral to the distal SFA in order to 
stent from “normal to normal.” Although some operators 
are reluctant to cover collaterals, the recent Gore VIPER 
clinical study demonstrated that the risk of acute limb 
ischemia from GORE VIABAHN Device thrombosis is rare 
(1%),3 and the VIASTAR randomized trial demonstrated 
no significant difference in the incidence of acute limb 
ischemia with the GORE VIABAHN Device versus bare-
metal stents (P = 1.0).1 Failure to stent distally enough to 
reach a normal segment due to fear of covering a collater-
al is an avoidable technical mistake that may compromise 
long-term patency. 

As it is commonly necessary to overlap GORE 
VIABAHN stents due to the long lesion lengths that are 
often treated, care should be taken to overlap the stents 
by at least 1 cm. It is also important to postdilate the 
GORE VIABAHN Device(s) using moderate- to high-
pressure balloon angioplasty inflations. When postdilat-
ing, the balloon should not be allowed to extend past the 
edge of the GORE VIABAHN Device. Clear knowledge of 
the angioplasty balloon’s shoulders and their relationship 
to the balloon’s radiopaque markers is essential. If uncer-
tain, it is best to dilate 1 cm inside the edge of the GORE 
VIABAHN Device initially to visualize those factors before 
dilating more precisely at the edge. Dilating outside the 
stent-graft edges may lead to edge dissections and/or an 

increased restenosis rate typical of balloon angioplasty 
and is to be avoided. 

Ideally, there should be at least one patent infrapopli-
teal run-off vessel free of significant stenosis. If necessary, 
intervention may be required to optimize the distal run-
off in order to enhance GORE VIABAHN Device patency. 
Similarly, if there is significant inflow (iliac) disease, this 
should be treated before deploying GORE VIABAHN 
Devices in the femoropopliteal circulation; iliac interven-
tion during the same procedure is reasonable.

POSTPROCEDURE MANAGEMENT
Postprocedure management is critical for long-term 

success. Although some investigators have recommended 
dual-antiplatelet therapy (DAPT) (typically aspirin and 
clopidogrel) for as little as 6 weeks, most experienced 
operators have found results to be optimal with long-term, 
if not indefinite, antiplatelet therapy. At a minimum, 1 year 
of DAPT should be utilized if possible. 

Routine duplex ultrasonography is critically important 
to monitor for edge restenosis, especially during the first 
year, in order to minimize the risk of GORE VIABAHN 
Device failure (thrombosis).4 Although there are no pub-
lished guidelines, consensus opinion favors duplex ultra-
sonography every 3 to 4 months during the first year, fol-
lowed by every 6 months thereafter. After 3 years, annual 
surveillance ultrasonography is reasonable. 

MANAGEMENT OF RESTENOSIS/THROMBOSIS
Unlike bare-metal stent restenosis, which often is dif-

fuse, GORE VIABAHN Device edge restenosis is focal and 
is often asymptomatic and associated with a normal or 
nearly normal ankle-brachial index. Nonetheless, it is neces-
sary to treat hemodynamically significant edge restenosis 
to avoid slow flow and the inevitable thrombosis. A peak 
systolic velocity of ≥ 250 to 300 cm/sec or a PSVR > 2.5 

1. Avoid excessive oversizing (> 20%)

2. Ensure adequate inflow and outflow

3. Treat all of the disease (stent “normal to normal”)

4. Regular duplex ultrasonography follow-up

5. Prescribe appropriate antiplatelet therapy

6. Postdilate

7. Do not use PTA outside of the device

8. Treat progressing disease

9. Place device at the SFA origin if proximal SFA disease 
is present

10. Overlap devices by at least 1 cm

TOP 10 TECHNICAL CONSIDERATIONS FOR 
UTILIZING THE GORE VIABAHN DEVICE

Figure 2.  The Gore VIPER study showed lower restenosis rates for 

the GORE VIABAHN Device with ≤ 20% oversizing versus those 

with > 20% oversizing, as assessed by an independent core lab. 
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should prompt interventional management of edge reste-
nosis, typically with balloon angioplasty and an “extension” 
using a 5-cm-long stent of the same diameter as the prior 
stent-graft. Many clinicians prefer a cutting or scoring 
balloon before placing the GORE VIABAHN Device exten-
sion, although there are no data to support this approach. 
Finally, if new disease develops proximal or distal to the 
treated segment, it should be aggressively treated using 
similar criteria for edge restenosis. 

In rare instances, patients may develop GORE VIABAHN 
Device thrombosis. The majority of these patients present 
with symptoms that are similar (if not less severe) to their 
initial presentation, rather than as acute limb ischemia.5 For 
patients with acute limb ischemia, antegrade flow must be 
restored rapidly, which is possible using rheolytic throm-
bectomy devices such as the AngioJet™ Thrombectomy 
System (Boston Scientific Corporation), particularly when 
used with a power-pulse spray technique with thrombo-
lytic therapy (eg, tissue plasminogen activator). It may be 
helpful to place a distal protection filter to reduce the risk 
of distal embolization. 

For patients with recurrent claudication, flow may be 
restored using thrombolysis. Ultrasound-assisted throm-
bolysis utilizing the EkoSonic® System (Ekos Corporation, a 
BTG International group company) provides a quick, sim-
ple approach. The thrombotic occlusion is crossed, and the 
EKOS catheter is placed. Thrombolytic therapy is admin-
istered for 8 to 24 hours, which typically resolves all of the 
thrombus without any embolization. The patient can then 
be returned to the laboratory for treatment of the residual 
edge stenosis that may be present at the proximal edge, 
distal edge, or occasionally, at both edges. 

CONCLUSION
The GORE VIABAHN Device provides an attractive treat-

ment option for long, complex lesions, including chronic 
total occlusions in the femoropopliteal artery. Favorable 
graft characteristics include flexibility, fracture resistance, 
and a low length-independent restenosis rate. Recent clini-
cal trials have demonstrated the potential benefits of the 
GORE VIABAHN Device in extremely challenging lesion 
subsets. Moreover, those same trials have illuminated the 
critical importance of utilizing proper technique in order 
to achieve optimal results. By following the best practices 
discussed here, endovascular bypass utilizing the GORE 
VIABAHN Device can be an invaluable tool in the periph-
eral vascular interventional armamentarium. n 

Barry S. Weinstock, MD, FACC, is with Florida Heart & 
Vascular Center in Leesburg, Florida. He has disclosed that 
he is a consultant and on the speakers’ bureau for Gore & 
Associates. Dr. Weinstock may be reached at (407) 948-0535; 
bweinstock@me.com.
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36% 1.  Proper sizing

18%  3.  Treat all of the disease                  (healthy to healthy)

  4%  6.  Appropriate antiplatelet therapy

10%  4.  Proper postimplant surveillance (with duplex ultrasound)

  8%  5.  Do not PTA outside of the device

24%  2.  Adequate inflow and outflow

In order of primacy, which three of these technical 
considerations is most important to you when utilizing the 

GORE VIABAHN Device?

ASK THE EXPERTS
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GORE® VIABAHN® Endoprosthesis 
with Heparin Bioactive Surface

No Device is Proven Better
   for Complex In-stent Restenosis Lesions.1–3

The GORE® VIABAHN® Endoprosthesis has been approved  
as a safe, effective treatment for in-stent restenosis.1

fTLR at
12 Months

Primary Patency
at 12 Months 475%

80%
Average Lesion 
Length Studied19cm Mean 

Lesion Length17.3cm
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